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3.1.3.2 Sample stability after preparation at room temperature (Bench- Top 

stability) 

QC low (150 ng/ml) 

The highest accuracy % of mean predicted value was 104.38% at zero hour while the 

lowest accuracy % was 103.28% obtained at 24 hours (Table 3.8). 

Table 3.8 Propranolol QC low samples (150 ng/ml) results for bench-top stability test 
(n=3). 

 

QC high (2500 ng/ml) 

The highest accuracy % of mean predicted value was 103.24% at 24 hour while the lowest 

accuracy % was 102.61% obtained at zero hour (Table 3.9). 

Table 3.9 Propranolol QC high samples (2500 ng/ml) results for bench-top stability test 
(n=3). 

 

* Corresponding calibration curve used in the calculation of measured concentrations of 
bench-top stability test is shown in table 3.17. 

  


